MODEL B-12 PARTS LIST 


PRECISION APPARATUS 
DIVISION OF DYNASCAN CORPORATION 


SCHEMATIC DYNASCAN 
SYMBOL DESCRIPTION PART No. 
CAPACITORS 
C-1,2 20-20 Mfd. @ 350 volt electrolytic 
with mtg, bracket « as +s<sascseusgege cess 16-305 
RESISTORS — CONTROLS 
R-14 200K ohm 10% type W taper potentiometer 
CDIAS) ace o Ke bas 5 OR A we BD ey 8 eg ee 17-240 


R-16 1 meg ohm 30% twist prong potentiometer ....17-238 
R-18 1 meg ohm 30% potentiometer 


(Regulator output) .........-ce eee eee 17-210A 
R-19 500K ohm 30% twist prong potentiometer 
(400 volt cal.) ...........ee cece eee pee ees 17-239 


R-24 200K ohm % watt 1% deposited carbon resistor. ..002-102-3-204 
R-25 400K ohm 4 watt 1% deposited carbon resistor. . 15-342 


TUBES 
V-1 GZ34/5AR4 vacuum tube ..........-- cece eens 19-172 
V-2,3 6L6 vacuum tube ........ cece cece tere neces 19-171 
V-4 GAUG vacuum tube ......... 2. cece cece eeeees 19-128-1 
V-5 6X4 vacuum tube ..... cee cc ee wee eee ees 235-062-4-004 
V-6 OB2 vacuum tube ............- 0. cece cece eenes 19-121 
V-7 OA2 vacuum tube ...... eee eee ee erence eee 19-173 
SWITCHES 
S-1 SPDT Slide: switch: «oes cscs cen cnwnscdietaiwe® 084-001-9-001 
S-2,3 SPST toggle switch with hardware ..........-. 14-151-1 
MISCELLANEOUS 
T-1 Power Transformer 117/230 v. .....-.-.+-++ee0: 065-051-9-001 
T-1 Power Transformer 117 v. only .....---.se.eee0% 18-224C 
SR-1 500 ma @ 500 PIV silicon diode .......-.-++-+-- 112-501-0-501 
F-1 Fuse, 2 amp. Slo-blo 125 volt .......-.---++++ee- 19-174 
Case, with handle and feet ...........++-eeeee- S-2903 
M-1 Voltmeter 1... . ccc cece cece tet c tees eeesees 32C-912-9-001 
M-2 Milliameter .......ccceesceccccccccevves wrrer, 320-012-9-002 
Lane COLE. occ oes seid a a 5 WS BR 0 He Faw bog e oe we 420-001-9-009 
Instruction Manual ........--. eee ese n eee cees 480-076-9-001 
Carton and fillers (503-021-9-001) ........-..+.- 500-124-9-001 
Fone, Black 2 ¢406 wes ye tse 6 vom os ce poss BA EES 751-010-9-001 
Red binding post ............. eee cece eee eens 20-189-1 
Black binding post ..........-eeeeeeeererreces 20-189 
Universal binding post .........---eeseeeeeeee 20-111 


Minimum charge $2.00 per invoice. Orders will be shipped C.0.D. unless 
previous open account arrangements have been made or -umittance accom- 
panies order. Advance remittance must cover postage or express. 


SPECIFY SERIAL # WHEN ORDERING REPLACEMENT PARTS 
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UNLESS OTHERWISE STATED ALL RESISISTORS ARF L wtto %, 
AND ALL CAPACITORS ARE IN MFD. 


ALL UNDERLINED SWITCHES, CONTROLS AND JACKS 
ARE ON THE FRONT PANEL 


LAST “R" #24 
LAST "C" #9 


Precision Apparatus 
High Voltage Power Supply 
Model B-12 
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